Introduction
In our previous study," ' we showed that oxygen-concentration cells with zirconia solid electrolytes can be used to make exceptionally precise ( f 30 J. mol-') measurements of the standard molar Gibbs free energy of formation for transition-metal oxides. The resolution of those experiments was sufficient to show clearly the curvature in AfGk(T), and both the sign and magnitude of the observed curvature closely matched that predicted from the calorimetric values of Arc;,,.
Other evidence, however, led us to conclude that there were small systematic errors (M 0.5 J. K-i . mol-l) in the entropy changes -dA,Gk/dT of the measured reactions. These errors were apparently due to thermoelectric e.m.f.s produced by temperature gradients across the zirconia solid electrolyte.
Our goals in the present study were to eliminate those systematic errors by reducing the thermal gradients across the solid electrolyte, to eliminate uncertainties in the chemical potential of the reference gas by using pure oxygen instead of air, and to determine whether electrolytes of different composition and configuration could yield identical results. 2. Experimental Figure 1 shows the general features of the experimental apparatus. Compared with our previous apparatus, (') the most significant changes are the addition of a heat pipe to reduce thermal gradients and the use of pure oxygen as the reference gas.
Three different types of zirconia solid-electrolyte cells were used in our measurements. Two of these were slip-cast sintered tubes supplied by Nippon Kagaku Togyo Co. (Osaka, Japan), having a composition of (0.89Zr0, + O.llCaO) (Type ZR-11) and (0.92Zr0, + O.O8Y,O,) (Type ZR-8Y). The third type was the "SIRO, Sensor" supplied by Ceramic Oxide Fabricators Pty. Ltd. (Eagle Hawk, Victoria, Australia), which consists of a small zirconia-electrolyte pellet that is eutectically welded into the end of a long alumina tube. The SIROz electrolyte has a composition of 50 mass per cent of (0.93Zr0, + O.O7Y,O,) mixed with 50 mass per cent of A1,03 in order to reduce the difference in thermal expansion between the electrolyte pellet and the alumina tube. 
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The room-temperature vacuum leak rate of each electrolyte tube was measured at the beginning of the experiment, and sometimes also at its end. Using the rate-ofpressure-rise method, the smallest leak that could be detected with our vacuum system was roughly low6 Pa-m3 es-l (of air). The slip-cast ZR-11 and ZR-8Y electrolyte tubes were consistently "leak-free" in these tests, both before and after use at high temperatures. In contrast, all of the SIROz electrolyte tubes, except for one, had detectable leaks, typically a factor of 10 to 1000 greater than our limit of detection. These higher leak rates are probably due to the readily observable porosity in the eutectic weld that joins the zirconia pellet to the alumina tube.
Temperature gradients across the zirconia solid-electrolyte cell cause a thermoelectric e.m.f. (z 0.4 mV * K-') that is indistinguishable from the thermochemical e.m.f. produced by the difference in oxygen pressure between the sample and the reference. Measuring and correcting for these small "thermal residuals" has been a major concern of recent high-accuracy solid-electrolyte experiments.",2) This problem has now been overcome by surrounding the high-temperature portion of the cell with a sodium-filled "heat pipe" (Dynatherm Model IFL-11-14-12). The extremely high effective thermal conductivity of the heat pipec3) reduces thermal gradients within its working volume to insignificant levels and virtually eliminates residual e.m.f.s. Figure 2 (a) shows the residual e.m.f.s measured in our apparatus for the symmetrical cell: Pt1021ZR-llIO,IPt.
Over the temperature range from 850 to 1300 K, residual e.m.f.s for the ZR-11 electrolytes vary from 0.07 to -0.01 mV with no systematic trend. The average value of (0.02 rf: 0.05) mV is equivalent to an error of only 4 J.mol-l in A,Gz(Cu20). This is more than a factor of 10 smaller than the thermal residuals measured previously. (1,2,4,5) It is so small that no corrections for thermal residuals were deemed necessary for the sample e.m.f.s measured with ZR-11 and ZR-8Y electrolytes.
Residual e.m.f.s for the SIRO, electrolytes are shown in figure 2(b). They range from 0.08 to -0.23 mV, and the trend appears to change from positive to negative at about 1100 K. In general, these measurements were less stable and less reproducible In both cases, a small slit was cut into the side of the electrolyte tube to ensure that the oxygen pressure at the inner and outer electrodes was identical. than the ZR-11 residuals. The trend line in figure 2(b) shows the residual corrections that were subtracted from the sample e.m.f.s measured with SIRO, electrolytes. An uncertainty of perhaps + 0.2 mV was introduced by the extrapolation of the residual from 1070 to 950 K. This extrapolation was necessary because the (copper + copper(I) oxide} cells with SIRO, electrolytes gave stable e.m.f.s to temperatures well below the last stable residual.
The reference gas for the measurements reported here was pure oxygen. For highaccuracy measurements, oxygen gas is superior to air for two reasons. First, humidity correction@ are unnecessary. Second, systematic errors due to gaseous thermal diffusion in a multi-component mixture@) are eliminated. The flow rate of oxygen gas through the vacuum-tight reference chamber (100 cm3) was roughly 0.1 cm3 * s-l. Direct measurements of the gas pressure ~(0,) inside the reference chamber were made with a high-resolution electronic pressure transducer (Setra Systems Model 270, range 80 to 110 kPa, accuracy + 30 Pa).
Temperatures are based on IPTS-68"' and were measured with reference-grade Type S thermocouples calibrated against the freezing temperatures of Ag (1235.08 K),'*) and Cu (1358.02 K). c9, lo1 The purity for both metals (Cominco) was better than 99.9999 mass per cent. The thermocouple calibrations used freezingtemperature cells based on the NBS design(ll) and in order to produce identical temperature gradients were carried out in the same furnace used for the e.m.f. measurements. The precision of our routine temperature measurements was kO.02 K, and the 12-month drift in the freezing-temperature calibrations was less than 0.1 K. However, the well-known problems caused by inhomogeneities in (platinum + rhodium} thermocoupleso2' suggest that LO.3 K is a more realistic estimate for the accuracy of these temperature measurements relative to IPTS-68.
Cell and thermocouple e.m.f.s were measured by a digital voltmeter with an NBStraceable accuracy of kO.003 per cent (Solartron Model 7071). The input signals were routed through a computer-controlled switch controller (Fluke Model 2205A). The combined zero offset of the DVM and the switch controller varied from 1 to 2 uV and was corrected to less than 0.1 pV. In runs 2,4, and 6, a unity-gain "opamp" voltage follower (Analog Devices Model AD545L, Z > 1013 IR, I < 20 PA) was used as an impedance buffer between the electrochemical cell and the DVM (Z > 10" Sz, I < 20 PA). There was no measurable difference between the results obtained with and without this impedance buffer.
The wire-wound tube furnace was wrapped in a non-inductive double helix. In order to avoid the interference spikes produced by phase-switched SCRs, a computer-controlled autotransformer was used as the furnace power supply.The e.m.f. circuit was shielded by grounding the heat pipe and by installing a small Inconel cylinder in the gap above the heat pipe. Furnace stability was better than 50.15 K.
Two different sample mixtures were used in our measurements. They differed in the initial composition of the oxide phase and in the manufacturer's purity specifications. The "high-purity" sample consisted of (copper + copper(I1) oxide) with m(Cu)/m(CuO) = 8, where m denotes mass; the purity of both phases was better than 99.999 mass per cent. At high temperatures, the CuO reacted with excess Cu to form the desired sample assemblage of {copper + copper(I) oxide). The "low-purity" 355 sample consisted of (copper + copper(I) oxide) with m(Cu)/r~(Cu,O) = 10; the purity of Cu was better than 99.9 mass per cent, and the purity of Cu,O was better than 97 mass per cent. As shown in figure 1 , a short length of copper rod was used to compact the loose sample powder; the purity of the Cu rod was better than 99.999 mass per cent. All five materials were obtained from the Aesar Division of Johnson Matthey (Catalog numbers 10609,10700,10160,12300, and 11444). At the beginning of the run, the sample chamber was purged with purified argon (0,, mass fraction < 1 x 10m6) and then sealed at the high-vacuum shutoff valve.
Results
On the basis of the cell reaction:
the measured values of cell e.m.f., temperature, and reference gas pressure were converted to standard molar Gibbs free energies of formation (p" = 1 x 10' Pa) using the relation: Table 1 gives the results obtained in five runs with the ZR-11 electrolytes. The third-law analysis of these measurements is shown in figure 3(a) . (It is uninformative to plot AfGi against T, since the scatter is too small to be seen on this scale, as shown by figure 3 of reference 1.) Two of the f-lve ZR-11 runs used the "high-purity" (copper + copper(H) oxide) sample, and three runs used the "low-purity" (copper + copper(I) oxide} sample, The figure shows that there was no measurable difference between the two samples. The perfect agreement between these two samples of different starting composition is strong evidence for the attainment of equilibrium by reaction (1) . It implies that the conversion reaction:
was rapid and effective. Additional evidence for equilibrium is provided by the lack of hysteresis between heating and cooling cycles ( (equivalent to the assumption of a constant but non-zero value for AfCi,3. The precision of the measurements, given by the scatter of the results around the regression, is f 21 J. mol-' (LO.1 mV) (2s). This is the highest precision yet achieved in equilibrium measurements with zirconia solid electrolytes. The relative uncertainty is 0.025 per cent for A,Gk(T), 0.25 per cent for dA,Gk/dT, and 10 per cent for d2A,GmldT2.
At this level or resolution, the curvature in A,G>(T) is clearly discernible. A strong Tables 2 and 3 give the results obtained with the ZR-8Y and SIR02 electrolytes. The third-law analysis of these measurements is shown in figure 3(b) . All four runs used the "low-purity" {copper + copper(I) oxide} sample.
For the ZR-8Y electrolytes, the results from run 16 are in near perfect agreement with the ZR-11 trend, but the results from run 9 are about 40 J. mol-' more negative. Run 9 was trouble-free and there is no obvious explanation for this anomaly. This is the only experiment that gave any indication of values more negative than the ZR-11 trend. The slope of run 16 appears to have been affected by barely perceptible oxidation at higher temperatures.
For the SIR02 electrolytes, the results are 20 to 40 J. mol-' more positive than the ZR-11 trend. Two factors that might explain this minor difference are the uncertainty in extrapolating the SIR02 residual (+0.2 mV) and the possibility of an undetected vacuum leak ( < 1O-6 Pa. rn3. s-l). Except for the one electrolyte actually used in these two runs, all of the SIRO, electrolyte tubes that we tested had obvious vacuum leaks. Other measurements in our laboratory have shown that even the smallest detectable vacuum leak can cause measurable oxidation.
The total scatter around the ZR-11 trend for both the ZR-8Y and SIRO, electrolytes is only t-40 J emol-'. Compared with previous e.m.f. studies, '16, 17) this is the best agreement yet achieved between solid electrolytes of different composition.
Our experiments typically showed measurable oxidation of the sample after 2 to 3 d at high temperature. In cells with a large difference in ~(0,) between the sample and the reference, this is a common phenomenon that is usually attributed to electronic conduction within the zirconia electrolyte.(2~'8-21) TLIL present observations are noteworthy only because the initial oxidation errors are significantly smaller than the 1 to 2 mV resolution typical of previous e.m.f. studies. Figure 3(c) shows the typical pattern of oxidation. The initial effect was only about 0.1 mV, and the error did not exceed 1.0 mV until 32 h after the beginning of oxidation (point 26). In e.m.f. measurements with lower resolution, the loss of sample equilibrium indicated by such deviations could easily be overlooked. (Tables 1, 2 , and 3 include only results that were collected before the onset of oxidation.)
Comparison with previous studies
The e.m.f. measurements of O'Neill'2' are noteworthy because he has also made significant progress towards overcoming the problems with thermal residuals that limited the accuracy of our earlier joint work. ('I However, his method of correcting for the residuals is quite different from that reported here, and his results are completely independent of ours. (n = 71). The results of these two studies are essentially identical, and in our opinion there is no clear reason to prefer one over the other. Both sets of results are fully consistent with one another and with the JANAF values of Arc&,, A&,, and ArHg. We have therefore combined the two sets in order to calculate the dashed line in figure 3(d) . The slope of the dashed line is -(O.l9+29)J*K-'.molll and the scatter is +51 Jamol-l.
The average value of A,Hz(298.15 K) for the combined set is -(170.59)0.08) kJ.mol-' (n = 140). This is our recommended value for the A,Hz(Cu,O). It is well within the error limits of the combustion-calorimetric value of -(170.8 + 1.3) kJ*mol-' measured by Mah et aLo5' and later accepted by the critical review of Santander and Kubaschewski. '22' It is also within the uncertainty of the value of -(170.7112. 1) kJ.mol-' adopted by JANAF. 04) See figure 6 of reference 1 for a comparison with several older less accurate e.m.f. studies.
In our previous study,(') we obtained a value of -(170.51+0.2) kJ.mol-' for ArHg(298.15 K). However, this value did not take into account the humidity of the air reference gas. Using 800 Pa as a typical value of p(H,O) for Canberra,") we can calculate an approximate correction of -45 J. mol-' to the value of ArGL( 1300 K). This gives a humidity-corrected value of -(170.55 rt 0.2) kJ* mall ' for A,H;(298.15 K), in excellent agreement with the recommended value derived above.
We now have three independent e.m.f. studies which give values of A,Hk(Cu,O, 298.15 K) that span a range of only 60 J * mol-' ! The only factor common to all three studies is the use of CaO-doped slip-cast electrolytes from the same manufacturer (ZR-11 and ZR-15). However, our new measurements with the ZR-8Y and SIRO, electrolytes confirm the ZR-11 results to within f40 J. mall'. The accuracy of our recommended value for A,HL(298.15 K) therefore appears to be limited only by random errors.
Using our recommended value of A,HG(298.15 K) together with the JANAF standard molar entropy and heat-capacity values, we can calculate the recommended value of A,Gk(Cu,O) at any temperature. The 3-term regression of the (noise-free) calculated values from 700 to 1338 K gives A,G~(T)/(J~moll')+5 = -174043+ 123.541(7'/K)-6.500(T/K)ln(T/K).
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